Cardiac arrest caused by an incorrectly filled oxygen cylinder: a case report.
One hundred percent carbon dioxide was administered accidentally to a child aged 21 months during anaesthesia; this was caused by unauthorized filling of an oxygen cylinder with carbon dioxide. Cardiac arrest ensued, but was detected and treated promptly and no neurological deficit was detectable following recovery. The case demonstrates a typical preventable anaesthetic mishap and emphasizes the importance of monitoring oxygen supply and delivery.